Introduction
Surgical smoke is a generic term that describes gases, vapors and aerosols produced in surgery with lasers, high frequency electric knives and vessel sealing devices, as well as ultrasonic scalpels. These tools are employed to cut, coagulate, ablate, dissect or fulgurate biological tissues. Heat is usually
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produced and (surgical) smoke develops. There is concern about the health risks posed by surgical smoke, both to the patient and to the medical staff who is exposed on a day-to-day basis [1] [2] [3] [4] . A related issue concerns smoke produced by cooking meat, to which, e.g., kitchen personnel in restaurants is exposed daily.
So far, the biological [5, 6] , particulate [7] [8] [9] and chemical [9] [10] [11] [12] [13] [14] compositions of surgical smoke have been studied; an excellent review is given in Ref. [15] . With respect to the chemical composition there is a general lack of quantitative data. Also of interest are possible correlations between the smoke composition and the employed tool, the kind of tissue and the insufflant gas.
As a preliminary step towards the investigation of surgical smoke produced in vivo, we present results on the chemical gaseous composition of smoke produced in vitro in our lab with animal meat in a specially designed cell and analyzed with a difference-frequency-generation (DFG) based midinfrared laser spectrometer. Additionally, Fourier-transform infrared (FTIR) spectra were recorded for a few samples. For all samples a quantitative analysis was carried out with a specially developed algorithm [16] . Possible correlations between composition and insufflant as well as between composition and tissue were investigated.
Experimental Section

Laser Spectrometer and FTIR Spectrometer
The spectrometer used in this study ( Figure 1 ) is a difference-frequency-generation (DFG) based laser spectrometer. It has been used for several studies [16] [17] [18] but since some modifications were made it is briefly described here. The pump laser is a diode-pumped, passively Q-switched Nd:YAG laser (InnoLight, Model M800, Germany), with a repetition rate of about 8 kHz, 6 ns pulse duration, 300 mW average power, >5 kW peak power and 1064.555 nm wavelength. The signal laser is a cw external cavity diode laser (ECDL, Santec Corp., Model TSL-210, Japan) tunable between 1520 and 1600 nm with a minimum of 5 mW of power over the entire range. The non-linear material is a periodically poled lithium niobate (PPLN) crystal, 0.5 mm thick, 10 mm wide and 50 mm long with 8 different poling periods of which only the 29.9 !m period was used in this study. It is placed in a crystal oven (Super Optronics, USA) within a Teflon housing. Quasi phase matching (QPM) is achieved by temperature tuning. The full mid-IR range of the idler beam attainable with the current signal laser (and by using both the 29.9 and 29.5 !m poling periods of the PPLN) spans from 2815 to 3144 cm -1 (329 cm -1 ) and could be extended by using a signal laser at wavelengths below 1520 nm. The average power of the (pulsed) idler depends on the wavelength and is typically 100-150 !W. The line width of 155 MHz is given by the pulsed Nd:YAG laser. The homemade multipass cell has been described in detail elsewhere [19] . It is vacuum-tight and can be operated up to high temperatures (T " 720 K), although in this study we never exceeded 120 °C (393 K). The idler leaves the cell through the entry window after a number of passes that can be altered by changing the distance between the two mirrors and is then reflected into the transmission detector (Vigo Systems SA, Model PDI-2TE-4/VPDC-0.1i, Poland). The total optical path length inside the cell is 34.5 m.
The preamps of the two detectors are connected to the two input channels of an A/D card (GaGe CS14100, USA) via BNC cables. The quantity of interest is the detector signal ratio (DSR) Q, This quantity is not yet the transmittance of the sample because the denominator only represents a part of the incident power, and because the signal of the transmission detector includes losses due to the multiple reflections in the multipass cell. Additionally, fringes caused by the uncoated BaF 2 windows of the detectors can be observed in the DSR. To obtain the transmittance of a sample the DSR Q 0 of a non-absorbing gas or of the buffer gas is needed. The transmittance T can then be computed via Spectra are recorded by setting a temperature ramp on the PPLN crystal (2 °C/min) and measuring the DSR at predefined times after an initial PPLN temperature has been crossed. Typically we record 1.5 data points per second and the temperature ramp runs from 40 °C to 173 °C. At 2 °C/min a spectrum (from 2900 to 3144 cm -1 ) takes 67 minutes to complete and consists of about 6000 points.
Our data shows that this method provides better reproducibility in a considerably shorter time compared to tuning the wavelength to a desired value and then setting an appropriate PPLN temperature. In addition to the laser spectrometer measurements, transmission spectra of a few samples in a White-type cell with 4 m of total optical path length were recorded with an FTIR spectrometer (Bruker Optics Inc., Model IFS 66v, USA).
Preparation of the Smoke Samples
The investigation of in vitro samples offers some advantages over in vivo samples such as: production is less time-consuming, freedom to alter any variable (e.g., change of atmosphere, type of tissue), possibility to increase concentrations by generating more smoke and so on. We designed and built a small cell that allows smoke production in a controlled atmosphere (Figure 2 ). The cell consists of two aluminum plates (14 " 14 " 0.5 cm), two neoprene rings (i.d. = 11 cm, o.d. = 12 cm, thickness 3 mm) and a plexi-glass cylinder (i.d. = 11 cm, o.d. = 12 cm, height 5.5 cm). A 0.5-mm thick neoprene layer is compressed between the upper aluminum plate and an aluminum ring screwed onto the plate. Two concentric holes (a 2-cm hole in the aluminum plate and a 5-mm hole in the neoprene layer) allow the insertion of a medical monopolar electroknife (Coagulasem, Ets. Dolley SA, France). All the smoke samples were produced by slowly moving the tip of the electroknife across the surface of pieces of fresh animal meat. The meat was weighed before it was put into the smoke production cell and again after smoke production to determine the loss of mass caused by the cauterization. The samples were prepared by cauterizing fresh animal meat with an electroknife inside a cell that allows smoke production in a specific atmosphere (e.g., CO 2 , N 2 , synthetic air).
A gas of choice (CO 2 , N 2 , synthetic air) was pumped into the cell through the gas inlet, while the produced smoke was evacuated through the gas outlet. A micro-glass-fiber particle filter (Infiltec GmbH, housing: SL 215.401, filter elements: 25-64-30, Germany) was connected through a stainless steel tube to the outlet of the cell on one side and to a glass bottle on the other side. The housing of the particle filter and all the tubings were heated to 150 °C to prevent condensation of the smoke. The glass bottle was filled with smoke by either creating a vacuum and then aspirating the generated smoke by opening a valve, or by letting the smoke flow through the bottle for some time and then closing the valves mounted on the cap of the bottle.
Once the smoke had been stored inside the glass bottle it had to be transferred into the multipass cell. The bottle was placed into a water bath and connected to the evacuated multipass cell. The water was then heated until it boiled while small amounts of gas were transferred into the multipass cell whenever the pressure inside the bottle exceeded 1.2 bar. Once the boiling point was reached the valve between the bottle and the multipass cell was opened completely and the pressure equalized at typically 350-400 mbar. For measurements carried out at higher pressure (e.g., 930 mbar) the same gas used for the production of the smoke was added into the multipass cell directly from the gas bottle.
We investigated a total of 15 in vitro smoke samples all produced in a carbon dioxide (purity 2.3) atmosphere except one which was produced in nitrogen (purity 5.0), and one in synthetic air (80% nitrogen and 20% oxygen, purity unknown). The samples were produced by cauterizing fresh animal meat with a monopolar high frequency electroknife (a type of electroknife also used in human surgery). The selection of a CO 2 atmosphere occurred in view of in vivo studies in laparoscopy where CO 2 is the common insufflant gas [20] . Spectra of all samples were recorded with our DFG laser spectrometer; two of the samples were also measured with an FTIR spectrometer.
Results and Discussion
Quantitative Analysis
The spectrum of a typical sample is shown in Figure 3a . Spectra of the four substances that were found in all samples are shown in Figures 3b-e. All the narrow absorption features in every measurement can be accounted for by water vapor (H 2 O), methane (CH 4 ), ethane (C 2 H 6 ) and ethene (C 2 H 4 ) (ethylene), as can be seen in Figure 3f . The spectra in Figure 3b -e were retrieved from the PNNL database [21] . Because of the different resolution and pressure of the database spectra (0.1 cm -1 and 1013 mbar) and of our measurements (0.05 cm -1 and 900-960 mbar) some artifacts appear in Figure 3f -especially in places where several absorption lines lie closely together-due to discrepancies in the shape of the absorption lines. The concentrations for methane, ethane and ethene lie in the ppm range and water vapor is in the percent range. There is a very broad (>100 cm -1 ) absorption from 2,900 cm -1 to above 3,000 cm -1 that could not be identified unequivocally and which could be the result of the cumulative absorption of several substances or of scattering on particles smaller than 0.1 !m, if at all (since a particle filter was used). Acyclic alkanes such as pentane, hexane, etc., and alcohols like pentanol, hexanol, etc. manifest broad absorptions between 2900 and 3000 cm -1 that resemble the observed absorption feature. In the region above 3000 cm -1 there is a weaker and approximately constant absorption that is not an instrumental offset. Again, there is not enough information to associate this absorption to one or to a set of substances. Table 1 lists for each measured sample which tissue and atmosphere were used for the smoke production, the loss of mass following cauterization, the pressure and temperature at which the spectrum was recorded, whether or not a particle filter was used, the concentrations of the four substances found in all samples, the algorithm used for the quantitative analysis (see below), and whether a Fourier-transform infrared (FTIR) spectrum was also recorded or not. Concentrations are given in ppm = ppmV = !mol/mol. Production rates such as mol/s or mol/g would be more useful but require the total gas volume to be measured; this was not done as in many cases the smoke was produced in a continuous gas flow, of which only a fraction was sampled and measured.
The quantitative analysis of the recorded spectra was performed in most cases with the improved mix-match algorithm [16] , which is based on the quantitative spectral database PNNL [21] and includes an iterative rating procedure (Alg. 1 in Table 1 ). The cited database consists of 360 FTIR spectra measured at ambient pressure and 25 °C: it therefore cannot be used for spectra recorded at much lower pressure (pressure broadening). For samples measured at low pressure (p " 900 mbar) a simpler alternative to the mix-match algorithm was used (Alg. 2). It should be noted, however, that although the mix-match algorithm did not provide accurate concentrations for those samples, it still identified methane, ethane, ethene and water vapor correctly. The spectra of water, methane, ethane and ethene (at 1 ppm and 34.5 m path length) were computed with the Molspec software (Molspec III, Laser Components GmbH) using the HITRAN 2004 [22] database for p = 200 mbar, T = 100°C (for the sample A12) and p = 300 mbar, T = 120 °C (for the samples A13 and A14). The spectra were interpolated at the wavelengths at which each of the three samples was measured. The interpolated spectra were inserted into a matrix X, one per row, plus an additional row of zeros at the end, yielding a 5 " k matrix, where k is the number of wavelength points (typically about 6000). The principal components V and the scores U = X * V of X * were computed, where X * denotes X without the last row. The purpose of the row of zeros in X is to ensure that the zero spectrum belongs to the space spanned by the four principal component vectors (columns of V). Assuming the linear relationship C = UR between the scores U and the concentrations C (c ij = concentration of substance j in spectrum i), the matrix of regression coefficients R was computed in a least-square way with a Smoke filtered with a particle filter retaining particles #0.1 !m.
b A Fourier-transform infrared (FTIR) spectrum was measured for entries marked with *.
The last equality in (3) follows from the fact that since the four spectra in X * (and therefore U) are of pure substances, the matrix C is the 4 " 4 identity matrix (the units of C are ppm). The concentrations of water, methane, ethane and ethene of samples A12, A13 and A14 were then computed through where s = A12, A13 or A14, and M s is the measured spectrum. The concentrations of samples A12, A13 and A14 have a lower accuracy-especially for ethene which has very weak absorption lines that are often in coincidence with stronger water or methane lines-compared to the samples measured at higher pressure. This is because the width of the absorption lines is smaller (typical line width at 300 mbar: 0.1 cm -1 ) but the resolution of the spectrometer was the same (0.05 cm -1 ) as for the measurements carried out at higher pressure. The purpose of the measurements carried out at higher temperature (samples A10-A14) was to increase the sensitivity to low vapor pressure species that might condensate on the inner walls of the multipass cell or on the mirrors. Every stage between the (4) smoke production cell ( Figure 2 ) and the multipass cell was heated in every measurement even though for only five of them the multipass cell was heated as well. No additional substance could be identified in the spectra of samples A10-A14. Uncertainties of concentrations in Table 1 can be estimated by repeatedly measuring the same sample. The uncertainties (1 standard deviation) computed for one specific sample are: for methane, ethane and ethene about 0.5 ppm, for water about 0.025%. These values are representative for all the samples due to the similarity of their spectra and their concentrations.
Correlation Smoke-Tissue and Smoke-Atmosphere
Water vapor, methane, ethane and ethene are the only substances that could be identified unequivocally in each measurement and they were found in all 15 samples. Their concentrations depend on the amount of cauterized tissue (mass loss), on the volume of gas within which the smoke was diluted (dilution effect) and possibly on the atmosphere and tissue. Unfortunately, mass loss and gas volume data is not available for all measurements. We can, however, normalize the concentrations of each measurement with respect to the computed methane concentration for that spectrum and compare samples that were produced with the same tissue and atmosphere. This procedure cancels the dilution effect and might cancel the dependence of the concentrations on the mass loss, assuming all concentrations manifest the same dependence on the latter. Figure 4a shows a comparison between the normalized concentrations of four pairs of smoke samples all produced in carbon dioxide. Notice that the concentration of each substance is plotted on a different scale, given by k x , for better visibility. To obtain the normalized concentration of substance x multiply the value $ plotted on the ordinate with k x = 0.2 for x = ethane, 1 for x = ethene, 800 for x = water. A correlation between tissue type and smoke composition cannot be established: for example, sample A13 and A19 have very similar concentrations even though different tissue was cauterized, but sample A8 and A10 have very different concentrations although the same tissue was used. The variance of concentrations of samples produced with the same tissue is similar to the variance of concentrations of samples produced with different tissue, so that no significant tissue-smoke composition dependence can be inferred. In Figure 4b the normalized concentrations of six samples are compared, four produced in a carbon dioxide atmosphere, one in nitrogen and one in synthetic air. The atmosphere used does not seem to have any effect on the normalized concentrations of water, ethane and ethene; this is in agreement with a previous study conducted in vitro on animal meat [23] .
The absolute concentrations of sample A16 (nitrogen atmosphere) are comparable to those of sample A6 and A15 (carbon dioxide atmosphere), see Figure 4b and Table 1 . This implies that the carbon atoms in methane, ethane and ethene are not provided by the carbon dioxide atmosphere but by the tissue itself. Figure 4c shows the normalized concentrations of a sample that was filtered with a particle filter (A6) and one that was unfiltered (A5). The difference between the two samples is not significant; the filter was therefore used for most smoke samples to prevent the multipass cell and the mirrors inside it from becoming contaminated with soot.
As indicated in Table 1 FTIR spectra of samples A17 and A19 were recorded in addition. Aside from water, methane, ethane and ethene some additional substances that do not absorb at all or not strongly enough in the range 2900 to 3144 cm -1 of the DFG laser spectrometer could be identified Figures 5b-d show magnified regions of the measured FTIR and spectra from PNNL [21] of identified components with concentrations computed with the improved mix-match algorithm [16] . The analysis of the FTIR spectrum of sample A19 yielded very similar results. . Nitrous oxide is also visible.
Detection Thresholds for Undetected Species
Across several previous studies a few hundred substances have been reported to be present in surgical smoke [9] [10] [11] 15] . It is somewhat surprising that apart from the substances mentioned in the previous sections the presence of no other compound could be confirmed. In Table 2 we give the detection thresholds for some selected components that were identified in one or more previous studies and, for comparison, the detection thresholds for our DFG and FTIR spectrometer for the substances found in the present study. The presence of one or more interfering species can severely increase the detection thresholds; substances with several narrow absorption lines are only slightly affected (e.g., methane), but if large and unstructured absorption features are present the detection threshold can considerably increase. An example is toluene, which has roughly one tenth of the absorption crosssection of methane but a 330 times higher detection limit. The minimum detectable concentration (c min ) for a total path length of L = 34.5 m (L = 4 m for the FTIR spectra) for a given substance x was determined as follows: (i) the absorbance of substance x at a concentration c min is greater than or equal to A min = 0.02 at one wavelength (at least) in the range 2900-3144 cm -1 (900-4000 cm -1 for the FTIR spectra), and (ii) the (absolute value of the) derivative of the absorbance spectrum (i.e., its slope) is greater than or equal to D min = 0.1/cm -1 at one wavelength (at least) in the range 2900-3144 cm -1 (900-4000 cm -1 for the FTIR spectra). A min is the smallest measurable absorbance: it depends on the noise and the reproducibility of the measurements. By measuring a non-absorbing gas (e.g., nitrogen) several times we obtain slightly different spectra because of noise and drifts. From the variance of these spectra one can estimate A min . Since some unidentified absorption features were present in the spectra of the measured smoke samples, additional broad and unstructured absorptions are hard to noticeespecially if they lie in the range 2900-3000 cm -1 . However, if the slope of the spectrum is sufficiently large, i.e., the absorption is sufficiently "sharp", they are visible. For small molecules with narrow absorption lines condition (ii) is generally automatically fulfilled if condition (i) is true; hence, the minimum measurable absorbance A min determines the detection threshold c min . The detection thresholds of larger molecules with broad absorptions (e.g., toluene, benzene) are quite high. The 8-hour time-averaged recommended exposure limits (REL) in Switzerland [24] are also given in Table 2 . A rule of thumb for a sensor is that it should be at least a factor 10 more sensitive than the REL of the substance(s) under investigation. This condition is fulfilled for the harmless methane, ethane and ethene but not for the potentially toxic other compounds listed in Table 2 . More sensitive detection schemes or preconcentration techniques like cooling traps and thermal/solvent desorption tubes are necessary to bring the detection limits for some of the species to useful values (ppm range). Appropriate methods are currently under evaluation.
Conclusions
We present results about several in vitro samples of surgical smoke. Mid-infrared absorption spectra were recorded with a difference-frequency-generation (DFG) based laser spectrometer and, in a few cases, with a Fourier-transform infrared (FTIR) spectrometer. Quantitative information about the chemical composition of the samples was obtained from the absorption spectra with the improved mixmatch algorithm [16] . The qualitative composition of all the samples we studied was very similar: water, methane, ethane and ethene were always found, plus additional broad absorptions that could not be identified because they are not characteristic enough. Measurements at 100 °C and 120 °C did not reveal any additional substances that were not visible at room temperature. Table 2 . Minimum measurable concentration (c min ) with our DFG laser spectrometer and with the FTIR spectrometer (value in parentheses) for a few selected compounds that have been reported to be present in surgical smoke and compounds that were detected in at least one sample in this study. A dash in the minimum concentration column means that the substance has no absorption between 2900 and 3144 cm -1 and can therefore not be detected with our DFG laser spectrometer. Recommended exposure limits (REL, 8-hour time-average) in Switzerland [24] are also indicated. We investigated the relationships between smoke composition and kind of cauterized tissue on the one hand, and the atmosphere within which the smoke was produced on the other hand. In general, the variances of the concentrations in samples produced under the same conditions are comparable or larger than the variances of the concentrations of samples produced under different conditions (Figure 4) . Hence, there appeared to be neither a correlation between smoke composition and atmosphere, nor between smoke composition and kind of tissue. The presence of methane, ethane and ethene in smoke produced in a nitrogen atmosphere proves that the carbon atoms originate from the tissue and not from the atmosphere.
The two FTIR spectra that were measured provided additional information about the composition of the smoke samples: ethyne, nitric oxide, nitrous oxide and hydrogen cyanide were detected with concentrations of a few tens of ppm; carbon monoxide was measured at approximately 200 ppm. Since the two samples for which the FTIR spectra were recorded were produced in a carbon dioxide atmosphere, the nitrogen atoms of nitrous and nitric oxide and of hydrogen cyanide are probably provided by the cauterized tissue (a nitrogen contamination of the carbon dioxide (purity 2.3) bottle cannot be excluded).
Our study is the first to employ exclusively infrared (laser and FTIR) spectroscopy to determine the quantitative chemical composition of surgical smoke produced in vitro. While the FTIR spectrometer yields a broad wavelength range, the DFG laser spectrometer enables a better spectral resolution and hence higher sensitivity yet only for a limited spectral range.
In most previous studies gas chromatography (GC), sometimes coupled with mass spectrometry (GC-MS), was the analytical tool of choice. With such techniques a few hundred chemical species have been identified (though only qualitatively) in surgical smoke (mostly in vitro and some in vivo) [10, 11, 13, 15] . Most of them could not be confirmed here. For many, the currently used spectral range of the DFG laser spectrometer (2900-3144 cm -1 ) is not the most appropriate: although most substances of interest have some absorption in the given range (fundamental C-H stretch), the detection thresholds can be too high. The sensitivity could be increased with a preconcentration technique like a cooling trap or with thermal or solvent desorption tubes. Without preconcentrating the samples, greater sensitivity could be achieved elsewhere in the infrared spectrum, but would limit the detectable substances to certain chemical groups (e.g., aldehydes, ketones, alkynes and so on).
Another option is the increase of power by using either a high-power cw-OPO or DFG with waveguides. Both schemes would enable the employment of more sensitive photoacoustic or cavity ringdown detection schemes, however at the cost of a large, mode-hop free tuning range which proves to be essential.
We intend to extend our study to surgical smoke produced in vivo in laparoscopic surgery by performing measurements in the range 2900-3144 cm -1 and increase sensitivity by preconcentrating the smoke samples. We are also considering the possibility of investigating surgical smoke samples around 1000 cm -1 (10 !m) with an external cavity quantum cascade laser (ECQCL) to address the recording of additional species.
